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SIGNIFY HONG KONG LIMITED
20th Floor, Tower 2, Enterprise Square, No.9 Sheung Yuet Road, Kowloon Bay

The following samples were submitted and identified by the client as:

UVC Disinfection Desk Lamp

SGS Job No. : HKES2008001091LM

Model or type reference : 9290024724, 9290024731  

Trade Mark : PHILIPS

Manufacturer : Signify (China) Investment Co., Ltd

Manufacturer Address : Building no.9 Lane 888, Tianlin Road, Minhang District, Shanghai 200233, China  

Sample receiving date(s) : 10 Aug, 2020

No. of sample(s) receipt : 1 pc

Sample testing period : 11 Aug, 2020 to 18 Aug, 2020

Test requested : UV Sterilization Test

Test result : Please refer to next page(s)

Remark:
1. The test was carried out by external laboratory which is assessed as competent.
2. Unless otherwise stated the results shown in this test report refer only to the items tested, and for clients internal use  

only, not to the society has the proof function. This document cannot be used for publicity, without prior written approval  
of the SGS

SGS Hong Kong Ltd.

Kevin-KH Chan

Assistant Technical Service Manager

Unless otherwise stated the results shown in this test report refer only to the sample(s) tested and such sample(s) are retained for 30 days only. This document cannot be reproduced except in full,  

without prior approval of the Company.
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Samples as Received

⚫ 1 pc UVC disinfection desk lamp (model: 9290024724) was received

UVC Disinfection Desk Lamp (model: 9290024724) as Received

Models 9290024724 and 9290024731are identical in all electrical aspects in relating to the circuit design,  
layout and construction. The difference is only for color.
As a whole, the test is conducted on the submitted sample model 9290024724
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Test Details and Results

⚫ UV Sterilization Test

◼ Test Method
◆ Technical Standard for Disinfection (2002 Ministry of Health P.R. China) - 2.1.5.4

◼ Sterilization Condition
◆ Sterilization distance = 1 meter away from the surface of UV lamp tube
◆ Sterilization duration = 45 minutes

◼ Selected Microorganism
◆ Escherichia coli (8099)
◆ Staphylococcus aureus (ATCC 6538)
◆ Candida albicans ( ATCC 10231)
◆ Staphylococcus albus (8032)

◼ Test Results
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Test Organisms
Test  

groups

Average number of  
positive controls  

(cfu / PCS)

Average number  
of testing groups  

(cfu / PCS)

Sterilization  
logarithm

Killing rate  
(%)

Escherichia coli  
8099

1 2.0×106 20 5.00 99.99

2 1.9×106 10 5.28 99.99

3 1.8×106 20 4.96 99.99

Staphylococcus  
aureus

ATCC 6538

1 1.5×106 ＜10 ＞5.17 ＞99.99

2 1.6×106 ＜10 ＞5.20 ＞99.99

3 1.4×106 ＜10 ＞5.15 ＞99.99

Candida albicans  
ATCC 10231

1 8.2×105 ＜10 ＞4.91 ＞99.99

2 8.8×105 ＜10 ＞4.94 ＞99.99

3 8.8×105 ＜10 ＞4.94 ＞99.99

Staphylococcus  
albus  
8032

1 3.8×106 ＜10 ＞5.58 ＞99.99

2 4.0×106 ＜10 ＞5.60 ＞99.99

3 4.1×106 ＜10 ＞5.61 ＞99.99
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